A TIME-SAVING 
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The Jaques Micrometer 
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Considered by Experts 
THE MOST ACCURATE 
IN THE WORLD 
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EASY READING AND AN EASY SELLER 


It Pays to Display 
and to Demonstrate 


Jaques Easy Reading 
Micrometers 


HE most recent — and by far the most important — improvements 
made in micrometers have resulted in the Jaques Hasy Reading 
Micrometers shown in these pages. 


In these days, when accurate measurement is more desirable and neces- 
sary than ever before, there is a particularly strong demand for instruments 
of precision worthy of the name. The difference between an ordinary 
micrometer and the Jaques Easy Reading Micrometer is very appreciable 
by mechanics of all classes who have occasion to use them in their work. 
They are, first of all, so accurate — and on top of this have so many other 
desirable features that can be so convincingly demonstrated — that they 
are easily and quickly sold. And their sale makes permanent friends — 
especially of the discriminating mechanics whom any dealer wants as 
his continuous friends and customers. 


THE TIME-SAVING, ACCURACY-INSURING, 
EASY-READING FEATURE 


The easy-reading feature is a great time saver. The instant showing 
on the dial of the correct reading does away with all computation or cal- 
culation as to the registered size; and at the same time, as there are no 
fine lines to count up and multiply, it removes the possibility of mistakes 
in reading. The size is accurately and instantly given in plain figures. 


Another of the important advantages of a Jaques Micrometer is that, 
given by the accurate screw running through a long adjustable nut. At 
all times the user is assured of a perfect, smooth-running screw that will 
give him a sensitive feeling for exact measurements. Jaques Micrometers 
are made and guaranteed to the lJatest system of standard measuring 
blocks. 


Throughout the past ten years Jaques Micrometers have been put 
through the most severe tests in grinding rooms, steel mills and other 
places where their duty has been especially severe; and they came through 
to the entire satisfaction of the user, and by standing up under exceptional 
conditions have proven their essential superiority. 


In fact, the Jaques Micrometer has abundantly 
SECRE EL ROM justified the claims of experts that it is the most 
Ieee  exact of any micrometer in the world. We have there- 
TOOL COMPANY fore no hesitation in repeating this claim, and con- 
PncSTEaFOo Ls OF CUArS fidently ask for comparisons as to both accuracy 
BOR ANCE. MASSUS ae and smoothness of action with any other first-class 
micrometer made. 
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Ten Good Rules 
for Testing a Micrometer 


Look for ACCURACY — this is the main point. 


See whether the adjustments on the micrometer assure permanent 
accuracy and smooth operation. 


See whether the faces at the contact point are flat and true. 

See whether the contact points are hard. It is necessary that they 
should be, otherwise they will not stand up under constant wear. 
See that there is no shake between the spindle and the guide bushing. 
See whether the screw works well, and is so free and easy that you 

may be sure of a sensitive touch when calipering. 
See whether the adjusting nut will take up on the thread as it should — 
without binding in one place and running loose in another. 

Bring the spindle down on the anvil or on a piece of work and see 
whether or not you get a spongy feeling or feeling of uncertainty. 
In bringing the spindle down on the work or bringing the anvils 
together, see whether you get an instant stop at the same size each 

time. 
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10. BUY A MICROMETER THAT HAS BEEN THOROUGHLY 
TESTED AND TRIED OUT. 


Jaques Easy Reading 


One-Inch 
iin Micrometer No. 2001 
"as “USE (Patented) 


15.9375 


Reading in One-Thousandths 
or in Ten-Thousandths 


Reading in 1/1000, 1 in. plain, without ratchet or 


— ee ae rad ORDER FROM 
1 in. with ratchet only... . 55 
: 1 in. with iepeed — 16.15 5S UNION & 
= eS 1 in. complete with locknut an 
TACCHGE 3 4 i Goh GH EO 16.75 TOOL ‘COMPANY 


SS SET Ty 


Any of the above reading in 10/1000, $1.80 extra. a ORance MassUSS ge 


Sent in wooden boxes, unless otherwise ordered. 
Leather cases for any of the above, $1.70. 
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SIZES AND GRADUATIONS TO SUIT ALL 


TELL the Special Features of 
Jaques Micrometers 
SELL a most desirable class of 
good, steady customers. 


i A PLEASURE for any dealer or salesman to demon- 
strate a superior precision instrument like the Jaques Easy 
Reading Micrometers. They win friends and customers worth 
having and worth keeping — those who will look to you to 
supply them with other tools of superior merit. 


Easy Reading 
if Micrometers 


LARGER THAN 
ONE INCH 


Nos. 2002 to 2006 
Reading in Thousandths or in Ten-Thousandths 


No. 2002 Measuring in 1/1000 from : ~ to2in. withlocknut ..... 


No. 2002 . to 2in. with locknut and ratchet 
No. 2003 Sf Me is a 3} in. to 3in. with locknut . ‘ 
No. 2003 At s 7 “ 2in. to 3 in. with locknut and ratchet 

No. 2004 we a s “ 3in.to4in. withlocknut ..... 
No. 2004 es pa se “ 3in. to 4in. with locknut and ratchet 
No. 2005 “e ah “din. to 5in. withlocknut ... . . 
No. 2005 7 : oa “din. to 5in. with locknut and ratchet 
No. 2006 i ei a “ 5in. to 6in. with locknut  . ; 
No. 2006 a - “5 in. to 6 in. with locknut and ratchet 


ORDER FROM All of the above sizes are equipped with locknut. 
Any of the above sizes reading in 10/1000, $1.80 extra. 
Packed one in a wooden box. 


(TOOL COMPANY] 
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Larger sizes made to order. 
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Set of SIX 


Jaques Easy Reading Micrometers 
AND SIX BALL-END MEASURING GAUGES 


HIS SET consists of Nos. 2001, 2002, 2003, 2004, 2005, and 

2006, Jaques Easy Reading: ‘Micrometers, and six Ball- 
End Measuring Gauges for use in testing the truth of these 
micrometers, and examining for wear and use in adjustments. 
All are contained in a handsome plush-lined leather case. 

This is offered as the very best Micrometer Set made — 
complete in every detail. Jaques Easy 
Reading Micrometers are admittedly the 


most accurate. 


The complete set of six Jaques Micrometers, reading 
in thousandths from 0 to 6 in., with full equipment 


ORDER FROM 


TOOL COMPANY | 


Fos OF Wale 


 Onancr MASS US ay 


ANOESCHIDED, af i 6 6 wi SE Be ew He 
The above set reading in ten-thousandths . ... 150.80 
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FOR DISCRIMINATING CUSTOMERS 


Late Design 


New Style One-Inch 
Micrometer 
No. 2000 


T° those who prefer the general type micrometers that have 
been in common use this New Style One-Inch Micrometer 
is offered them as an improvement that they will appreciate. 

This New Style Micrometer is remarkably simple in its 
construction. There are only seven pieces in the whole instru- 
ment, carrying accuracy to a remarkable degree toward 
absolute perfection. It is very desirable as to design, having 
no square or sharp corners. 

The material used in the construction of this micrometer is 
distributed to give great strength without corresponding bulk 
or weight. It is lighter than the average micrometer, and is 
thus more sensitive to the touch, and thus more desirable 
where accurate measurements are required. 

The New Style Micrometer is easy to adjust, if necessary, by 
simply loosening the knurled nut on the back of the thimble. 
The thimble may be moved along the barrel to take up any 
wear that may, in time, occur. This is done without the aid 
of any tools or auxiliary parts such as are generally sent with a 
micrometer and are usually lost before they are wanted for use. 

The spindle is hardened and runs through a hard bushing. 
The screw is very accurate and runs in a long adjustable nut, 
in this way insuring long life and continuous accuracy. This 
micrometer is like all the others in this catalog in not having 

the common fault of giving a spongy feeling 

ORDER FROM ag the screw is turned down on the work. 


> UNION 

{TOOL COMPANY Price, each, reading in thousandths ....... $7.20 

NascSTesFoo.s OF GUAT) Price, each, reading in ten-thousandths ..... 9.00 
— RANEY CHRO a, ace Hee, Seah Re Ph wy as Be SS 1.70 
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Standard Ball- 
End Measuring 
Gauges 


No. 2030 


lg demand for a test gauge of permanent accuracy has not hitherto 
been met by fine tool manufacturers, but it is well met in Standard 
Ball Gauges. They are right to start with, and will remain so indefinitely 
under the severest kind of use. 

The Standard Ball-End Measuring Gauge is an ingenious invention of 
radically different design from any previously on the market. When worn 
it can be instantly restored to exact standard without any machinery or 
adjusting tools. This resetting feature is maintained indefinitely. 

As the smaller illustration shows, these gauges are made with a cup end 
in which sets a specially heat-treated 3 in. steel ball, very hard. This 
ball is held firmly in place by the locking nut which screws down on the 
end of the gauge. 

Should the ball become worn through hard usage, just loosen the locking 
nut slightly, move the ball a little bit, and you have a brand-new surface. 
Figure out how many surfaces there are on the ball, and you get the life 
of the gauge, which is almost indefinite. 

Here is a standard end measuring gauge that can be put into general 
use with the assurance that it will last and can be kept accurate. Standard 
Ball Measuring Gauges are covered with hard rubber to eliminate ex- 
pansion and contraction while being handled. 

Price for standard inches, 1 in. to 12 in. inclusive, $3.00 each. 

Price for sizes between the standard inches, $3.60 each. 


SET OF SIX STANDARD BALL-END 
MEASURING GAUGES No. 2030 


(For Illustration, see Following Page) 


This set consists of six standard ball-end measuring gauges (1 in., 2 in., 
3 in., 4 in., 5 in., and 6 in.) in a plush-lined wooden box. Price $22.20. 


SET OF TWELVE STANDARD BALL-END 
MEASURING GAUGES No. 2030 
(For Illustration, see Following Page) ORDER FROM 
This set consists of twelve standard ball-end 
measuring gauges (1 in., 2 in., 3 in., 4 in., 5 in., 6 in., 
7in., 8in., 9 in., 10 in., 11 in. and 12 in.) in a plush- 
lined wooden box. Price $41.00. 


UNION = 
TOOL COMPANY J 
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2Union Tool Co.\ 
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PRICE 
$22.20 
For 


Description 
See 


PRICE 
$41.00 


For 
Description 
See 
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SET OF TWELVE STANDARD BALL-END MEASURING GAUGES No. 2030 


